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I EC-TYPE EXAMINATION CERTIFICATE

2 Equipment or Protective System Intended for use in !
Potentially Explosive Atmospheres Directive 94/9/EC

T

3. EC-Type Examination Cerfificate Number: ITS03ATEX21771

4 Equipment or Protective System PRESSURE SENSOR SERIES 200/300 b
5 Manufacturer; PSM INSTRUMENTATION LIMITED l&
8 Address. Haywards Heath, West Sussex, RH18 1TW :
7 This equipment or protective system and any acceptable variation therete is specified in the <
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schedule to this certificate and the decuments thereln referred to

g
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g Intertek Testing and Certification Limited, notified body number 0358 Iin accordance with Article
8 of the Council Directive S84/%EC of 23 March 1894, cartifies that this equipment or protective
system has been found to comply with the Essential Health and Saféty Requirements relating
to the design and construction of equipment and protective systems intended for use in
potentially explosive atmospheres given in Annex Il to the Directive

The examination and test results are recorded in confidential Report Number:
Intertek Raport Ref 03012043 lszue 1, dated February 2004

9 Compliance with the Essential Health and Safety Requirements has been assured by
complianee with:
EN 50014:1997+ Amds 1 & 2, EN 50020.2002 and EN 50284:1859
except in respect of those requirements listed at itern 18 of the Schedule.
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10 If the sign “X" is placed after the certificate number, it indicates that the equipment or protective
system is subject to special conditions for safe use specified in the schedule to this certificate

" This EC Type Examination Certificate relates only to the design, examination and tests of the
spaciflied equipment or protective system in accordance to the directive S4/%EC. Further ”i
requirements af the Directive apply to the manufacturing process and supply of this equipment L)
or protective system These are not covered by this certificate <
([
12 The marking of the equipment or protective system shall incluge tha following - I
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Intertek Testing & Certification Limited
Intertek House, Cleeve Road, Leatherhead, Surrey, KT22 7SB Depuh Certification Manager
Tel: + 44 (0)1372 370900 Fax: +44 (0)1372 370977 9 March 2004

bt lwww nkeintertek-etlsemko. com

Regivtered No 3272281 Registered Office: 15 Savihe Row London WiIX 144

“This certificate may only be reproduced n its ontirety and watheut any change, schedide fncluded
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14 EC-TYPE EXAMINATION CERTIFICATE NUMEBER ITSO3ATEX21770% {
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v 19, DRAWINGS |
? Number Issue Date Description '?
1. i
} P12020-168-SA E 07.0801  ©A, transmitter board ¢
¥ sheet 1 of 4 [l
v P12020-168-54 E 07.08.01  Transmitter board, parts list |
? shests 2. 3 & 4 [ﬁ
P PS0007-BAS-AS A 140289  GA Pressure Transmitter RTB61 it
> sheet 1 of 2 {
ki P90007-BAS-AS A 140299  RT861GA, parts list L
T sheat 2 of 2 1
PO00DE-BAS-DT A 120299  RT861 enclosure box S
POO00S-BAS-DT A 120299  RT861 enclosure lid Y
%I Fo0010-BAS-AW A 140299  Artwork, terminal board :
i>|| PA0011-BAS-5A A, 140289  PCE assembly, terminal board <1
yl ly
> PSD012-BAS-5A A 14.02.88  PCB assembly, transmitter board E
[ |
|-'| PB0013-BAS-AW L 140289  Artwork, fransmitter board Iy
? P30005-BAS-DT* B 200104  Label details |§
|l i
> PB0016-BAS-DT* A 20.01.04  Transmitter Label

The above drawings. except marked * and **, are held with Certificate BAS No. Ex 8682028,
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The drawing marked * is common to Certificate ITSO3ATEX21771.
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Intertek Testing & Certification Limited
Intertel House, Cleeve Road, Leatherhead, Surrey, KT22 75B
Tel: + 44 (031372 370900  Fax: +44 (0)1372 370977 4
hitpefwww etlsermko,comiuk |
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Registered No 3272281 Registered Office: 25 Suvile Row Lendon W1X [AA

This Certilicsite 1 the properly of Interlek Teding ard Certification Lid
and i subjoct to Inferieh Testing and Certification Conditions for Granting Cerlification
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